BREATH ALCOHOL PROGRAM

3 MISSCURI DEPARTMENT OF HEALTH
? STATE PUBLIC HEALTH LABORATORY : Wil-2 gum
DATAMASTER MAINTENANCE REPORT e L

Complele this report in duplicate at the time of the regular monthly preveniive maintenance
is repaired. Send copy to Dapartment of Health; retain original in departmenl file.

chdeKsand. whenever, instrument

DATAMASTER St DATE OF INSPEGTION
05/22/2008

204156
LOGATION OF INSTHUMENT (STREET AND GITY) TIME OF INSPECTION
2126

Lee’s Summit Police Department, Lec's Summit, Missouri
CHECKLIST: Place a check (v) to the leH of each item if found to be salisfactory or i operaling within established limits. {(Write
in observed valuas whore determined.) Unchecked ilems must be correcled before using instrument,

] DIAGNOSTIC CHECK (PRINTOUT ATTACHED)

T compPuTER Yl peTecTOR
] PROGRAM Y} FILTERS
[Z] HEATERS SAMPLE CHAMBER _4?i “G EZ? QUARTZ STANDARD

V] FLow peTECTOR Y] caLiBRATION

PUMP HIGH SPEED [/l PrINTER

) INDICATOR LIGHTS

(/] TiME AND DATE

/] SIMULATOR TEMPERATURE (34 °C 4 0.2vC) 34.1 degrees Celsins

V] CALIBRATION GHECK -
Run three lests using a slandard solution. All three tests must be within 3 5% of the standard value. and mus! have a

spread of .005 or less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTAGHED) (USE

RECIRCULATION PUMP)

/] 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
[J 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INGLUSIVE
{ONLY ONE STANDARD I8 70O BE USED PER MAINTENANGCE REPORT)

TEST1 ™ 0.096% TEST2 ™ 0.097% TEST3 M 0.097%

I PERFORM R.F.L. TEST {PRINTOUT ATTACHED)

NUMBER OF REFUSALS, SINCE LAST MAINTENANGE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: {DG NOT INCLUDE SIMULATOR TESTS)

(15-.19) 2 (Over .19} 9

REFUSALS ¢ {0-.04} 5 {.05-.09} 0 (.10-.14) 4
operate saiisfaciorily

List any new paris and describe any alteration or modificalion thal was made 1o resiore the instrument to

and within established limils {use other side if necessary)
Guth Laboratories, Inc. solution lot #08240, bottle #752, manufactured 07/14/2008, expires 07/ 14/2009, ethanol

concentration 0.100%. This instrument is operating in accordance with DHSS specifications.

INSPECTING-OFFICER

SIGNATURE _ FRINT NAME
LRI ANA Q&AQ, Hi227. Corporal I, D. Hulse, #1222
FYPE 11 FERMIT r\i}-.mm;ﬁxmmnow DATE TELEPHONE NUMBER
920057 03/16/2011 (816) 622-0800

K2 580 1465 19-94) AREQUAL OPFORLIRITYZAT FINMAATIVE AGHON ERMPLOYER tab- 116
EIATES orvrdad en & nondsEhRahnaleny bans
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Face This Side Down — This Edge In First

BAC DataMaster
Evidence Ticket

MIZEOURT STATE HIGHWARY PATEOL
EAC DATAMASTER SERIAL HUMBER 264156

ARREST TIWE: 21:15
SUBEJECT HARE:

DEHMHE - 178M
I0E: BS-Es-85 LEE: F
ETHTE~D, L, £ MO-123455759
ARREZTIMG OFFICER:

HULZE- 1T
OFFICER I.0.: 1E2&2
TESTIMG OFFICEER:

ZRNE
OFFICER I.H.:
PERMIT HUMEBEE: D2GES7
EXFIRATION DATE: A3-16-11
MIZCELLAMECIE DARTH:

~—— BREATH AMALYETE ——-

—
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BLAME TEET s
IMTERHAL =TAMDARD YERIFIER

] RADIG IMTERFEREMCE



State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE I

JON D. HULSE

is hereby authorized to instruct and supervise operators, irain Instructors, Inspect,
calibrate, perform field repatrs, and operate the following breath analyzer(s):
DATAMASTER

for the determination of the alcoholic content of blood from a sample of expired (alveoiar)
air, Issued under the provisions of sections 577.020 through 577.041, RSMo 1986.

dol y Wgthuws st

nae ..03/16/09
- Director of State Pubiic Health Laboratory

920057 :
Number -
03/16/2011 % i 7, Z*BM%

Expires
. Direclor, Bepariment of Heallh

MO 5800771 (7-88) Leb. 4 {A7-85)



